Low cost, general purpose 
units 


Fully floating outputs 


Single or twin output models 


Push button selection of range 


110, 240V, input ЕЗ0/2, ET30/2 


О 


0-30 volts, 1 amp ог 0-15 volts, 
2 amps 


Publication PS2 


Farnell 


£30 bench power supplies 


The E30 laboratory bench power supplies each offer a wide choice of voltage 
and current ranges selected by means of a push button switch. The E30/1 provides 
a stabilised output of 0 to 30 volts at 0.5 amps or 0 to 15 volts at 1 amp. The E30/2 
provides the same ranges but twice the current and the ET30/2 is a twin output 
version of the E30/2. 


A push button switch selects the required meter scale to display either voltage or 
current and a similar switch puts the unit on or off. Coarse and fine potentiometers 
provide precise control over the continuously variable output. 


The units are protected against progressive and sudden overloads by electronic 
current limiting preset at 11076 of the maximum current on the range employed. In 
operation, this circuit limits the current that may be drawn from the unit. With 
progressive overload the voltage output falls while the current remains approx- 
imately constant. Оп removal of overload the output will reset to its original voltage. 


Being low cost, compact units extremely simple to operate and protected against 
accidental short circuit, the E30 power supplies are the ideal choice for both indus- 
trial and educational laboratories, especially those with rather limited financial 
budgets. 


Specification 


MAINS INPUT Е30/1 220, 240V . 10% 50-400Hz 
E30/2 110, 120, 220, 240V 10% 50-400Hz 
ET30/2 110, 120, 220, 240V · 10% 50-400Hz 
OUTPUT E30/1 0-30V, 0.5A or 0-15V, 1A selected by switch 
E30/2 0-30V, 1A or 0-15V, 2A selected by switch 
ET30/2 2 x 0-30V, 1A or 0-15V, 2A selected by 


switch or 0-30V, 2A or 0-60V, 1A or 0-15V, 
4A by series or parallel connection of 


outputs 
ш ee 
LINE REGULATION 
Output change for a : 10% mains change Less than 0.02% or 2mV whichever is greater 
СЕ ЕЕЕ a a ee СЕСЕ 
LOAD REGULATION 
Output change for a zero to full load change Less than 0.03% or 3mV whichever is greater 
a ЕЕ ————= 
RIPPLE AND NOISE content 
at full load (^f — 80kHz) Less than 1mV r.m.s. 
OUTPUT IMPEDANCE, typical 0.04 ohms at 10kHz 
TRANSIENT RECOVERY TIME, typical Less than 20/45 for output to recover within 


50mV following a zero to full load change 


of 145 rise time 


TEMPERATURE COEFFICIENT, typical 0.02% per C 


OPERATING TEMPERATURE RANGE 0-45 С 
STORAGE TEMPERATURE RANGE -20 C to — 50 C 
PROTECTION Constant current limiting preset to 


110% af maximum output current 


Fuses for mains input and d.c. output. 
OVERALL DIMENSIONS Singles: Twin: 

Height 187mm (737) 187mm (737) 

Width 106mm (447) 214mm (88) 

Depth 221mm (829) 240mm (9) 


WEIGHT 34kg. (71158) 7 kg. (154 lbs) 


Represented by. 


Printed in England 


Manufactured in England by: 
"КЫР 


© 
Farell 


FARNELL INSTRUMENTS LIMITED 
SANDBECK WAY : WETHERBY 
WEST YORKSHIRE LS22 4DH 

TELEPHONE 0937- 63541: TELEX 557294 


LONDON OFFICE: 


We reserve the right to amend specifications without notification, TELEPHONE 01-864 7433 & 7434 
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INTRODUCTION 


An E30 laboratory bench power supply offers a choice of voltage and 
current ranges, selected by means of a push button switch. Model 
ЕЗО/1 provides a stabilised d.c. voltage variable O to 30 volts at 
0.5 amps or O to 15 volts at 1 amp whereas model E30/2 provides 0 to 
ЗО volts at 1 amp or О to 15 volts, 2 amps. The ET30/2 is a twin 
version of the E30/2 

A push button switch selects the required meter scale to display 
either voltage or current. A similar push button switches mains 
input to the unit on or off. Coarse and fine potentiometers provide 
precise control over the continuously variable output. 


The units are protected against progressive and sudden overloads hv 
electronic current limiting preset at approximately 110% of the nax@® 
imum current on the range emploved. In operation this circuit limit 
the current that may be drawn from the unit. With progressive over- 
load the voltage output falls while the current remains approximately 
constant. On removal of overload the output will reset to its 
original voltage. 


The E30 power supplies will operate from mains suppligs of 220V or 
240V a.c. 50/60Hz in ambient temperatures of up to 45°C. 


- 


STABUISED POWER БОРБЫү 


FARNELL езе @ 
7 
^ й р 


Model ЕЗО/2 is similar with appropriate range markiggs 
? é 


MAINS INPUT 


OUTPUT E30/1 
ЕЗ0/2 
ET30/2 
LINE REGULATION 
Output change for а +10% 
mains change 


LOAD REGULATION 
Output change for a zero to 


Ө-- load change 


RIPPLE AND NOISE CONTENT 
at full load (Af = 80kHz 


OUTPUT IMPEDANCE, typical 
TRANSIENT RECOVERY TIME, 
typical 

TEMPERATURE COEFFICIENT, 
typical 

OPERATING TEMPERATURE RANGE 
STORAGE TEMPERATURE RANGE 


PROTECTION 


OVERALL DIMENSIONS approx. 


б... approx. 


SPECIFICATION 


110, 220 or 240V a.c. 5108, 50/60Hz 
0-30У, О.5А or O-15V, LA selected by switch 
0-ЗОУ, 1A or O-15V, 2A selected by switch 


2 x O-30V, 1А or 0-15У, 2A selected by switch. 


Less than 0.02% or 2mV whichever is greater 


Less than 0.03% or 3mV whichever is greater 


Less than 1шУ r.m.s. 

0.042 at 10kHz 

Less than 2085 for output to recover within 
5Ошу following a zero to full load change of 
luS risetime 

0.02% per 9c 

O to 45°C 

-20°C to +50°C 

Constant current limiting preset to approx 


110% of maximum output current. Fuses for mains 
input and d.c. output 


E30/1 апа ЕЗ0/2 ET30/2 

Height 187 mm (7%") 181 mm (7.13") 
Width 106 mm (48") 214 mm (8.43") 
Depth 221 mm (8%") 240 mm (9.45") 

3.4 kg (7% lbs) 6.2 kg (13.64 lbs) 


OPERATING INSTRUCTION 


Installation | 2 
The units are normally supplied set for use with a.c. mains supplies 
of 240V nominal. On request at the time of ordering, units can be 
set for 220V or 110V nominal operation. Units are set to 110, 220 
or 240V input by means of a simple tap change on the transformer, 
which is labelled to indicate the appropriate connections. 


Check that the unit supplied is set to the correct nominal input. 
Unless a label on the unit states 220 or 110У it may be assumed that 
the unit is set for 240V a.c. input. 


The mains lead is wired as follows:- 


Brown - Mains live Ф 
Blue - Mains neutral 

Green/yellow - Earth 

Operating instructions 


Observing the correct colour coding and supply requirements connect 
the mains lead to the supply. 


Depress the button 'INPUT ON/OFF'. The mains neon on the front panel 
will illuminate. 


Select the required VA range using the centre push button marked 
'RANGE'. Depress (in) for O-30V and release (out) for O-15V. 


Select 'VOLTS' on the 'METER' push button and adjust the coarse and 
fine controls until the required output is shown on the upper scale 
(volts) of the meter. 


Connections to the load are taken from the front panel screw term- 


inals which will accept 4mm plugs, spade terminals or the bared ends 
of the connecting wires. 


By depressing the 'METER' button it is possible to read the amount 
of current being supplied to the load. 


Overload protection 


The current limiting facility provides automatic protection in the 
event of accidental short circuits or overloads. This occurs at ё 
approximately 110% of the maximum current on each range. The circuit 
limits the current that may be drawn from the unit. With progressive 
overload the voltage at the output falls while the current remains 
approximately constant. 


On removal of overload the output will reset automatically to its 
original voltage. 


Fuses 


The mains input and regulated output circuits are each protected by 
fuses accessible on the back panel of the unit. 


Before removing either fuse ensure the unit ts disconnected 


the mains supply 


EES ’~''é=sr 0 


CIRCUIT DESCRIPTION 


General 


The output from the two main second 
MTl are switched by SW2a and SW2b i 


O-15 volt operation respectively. This a.c. voltage i i 

by a bridge and smoothed by a reservoir capacitor Жо шог оос 
stabilised 4.с. supply. The positive of the unstabilised supply is 
fed to the collector of VT6 (and VT7) through R16 (and R18) to the 
positive output terminal. The negative of the unstabilised supply 

is fed through F2 to the negative output. An auxiliary supply for 
the stabilising circuit is obtained from the other secondary winding, 
which is rectified by Dl and D2 and smoothed by Cl. 


aries of the mains transformer 
n series or parallel for 0-30 or 


@ Stabilisation circuit 


Current is taken from the auxiliary supply across Cl and fed through 
Rl to 21 which is the first zener diode and provides rough stabili- 
sation. The voltage across 21 is further stabilised by 22, D3 and 
23 which are fed by R2. These provide the stabilised voltages for 
the amplifier, namely +10V (nominal) -0.7У (nominal) and -5.8V 
(nominal), which are referred to the positive output terminal via 
the feedback connection. Current from the «10V line is passed thro- 
ugh R3 to Z4 which provides a stable reference voltage. 


The reference voltage passes current down the potential divider 
formed by R4 and Tl and Pl and P2. (R7 and T2 shunt Pl and P2 
through SW2c only in the O-15V mode). The cther end of the potential 
divider is connected via the negative feedback lead to the negative 
output. The differential amplifier formed by VTl and VT3 senses any 
voltage difference between the junction of Tl and Pl, and the posi- 
tive output. 


Thus, assuming the voltage on the output tries to rise, the base cf 
VTl will become negative and УТІ will tend to turn off. This reduces 
the current through R5 and the base/emitter junction of VT2 decreas- 
ing the current through VT2 collector. This decreases the current 
drive into VT5 base through R8, and hence the current drive into VT6 
base. Therefore the current into the output load and the voltage 
across it decreases. Alternatively if the voltage on the output 
tends to go down, the reverse process increases the output current 
and therefore the output voltage. 


The sum effect is to keep the voltage at a value fixed by the value 
of Pl and P2 against all load variations. 24 provides a stable ref- 
erence against mains supply variations. 


Overload protection 


The current through R16 gives a voltage proportional to output cur- 
rent. This is sensed by R9, ТЗ and R10. RIO provides a negative 
bias on the base of VT4 which is turned off in normal use. As the 
output current rises the voltage at the base of ут4 rises until it 
is positive enough with respect to VT4 emitter, which is set at 
-0.7У, to turn VT4 on. Drive current to the base of VT5 is then 
shunted through VT4 collector. This limits the maximum current e 
available at the output. The value of current available is pedi 
by T3. On removal of the overload VT4 is switched off and the out 


put voltage returns to its previous level. Rll is switched to А 


shunt R1O in the O-15V mode, increasing the bias оп VT4 base and 
allowing the voltage across R16, (and therefore the current through 
it) to rise to a higher value before VT4 is turned on. 


Metering 

A one milliamp f.s.d. meter is used to monitor the output voltage or 
current. SW3 in the volts position connects the meter in series 

with R13 and T5, (between positive and negative output terminals). 

T5 is set to give f.s.d. on the meter at 30 volts. With SW3 in the 
current position the meter (with T4 in series) senses the voltage 

across R16. Т4 is set to give Ё.5.4. on the meter with an output б 
current of 1 amp on model E30/1 and 2 amps on models E30/2 and ET30/2. 


MEN 


MAINTENANCE 


Guarantee 


The equipment supplied by Farnell Inst i 

against defective material and faulty жаны dor a oo Antei 
twelve months from the date of despatch. In case of цас 24 
components employed in the equipment but not manufactured b ie, 2 
allow the customer the period of any guarantee extended to йв di 


The equipment has been carefully inspected and submitted to compre- 
hensive tests at the factory prior to despatch. If, within the 
guarantee period, any defect is discovered in the equipment in res- 
pect of material or workmanship and reasonably within our control, 
we undertake to make good the defect at our own expense subject to 
our standard conditions of sale. In exceptional circumstances and 
at the discretion of the Service Manager, a charge for labour and 
carriage costs incurred may be made. 


Our responsibility is in all cases limited to the cost of making 
good the defect in the equipment itself. The guarantee does not 
extend to third parties, nor does it apply to defects caused by ab- 
normal conditions of working, accident, misuse, neglect or wear and 
tear. 


Maintenance 

In the event of difficulty, or apparent circuit malfunction, it is 
advisable to telephone (or telex) the Service Department or your 
local Sales Engineer or Agent (if overseas) for advice before attemp- 
ting repairs. 


For repairs it is recommended that the complete unit be returned to: 


London Office, 
Farnell Instruments Ltd., 
2 Orley Court, 


The Service Department, 
Farnell Instruments Ltd., 


Sandbeck Way, or 
Wetherby, Yorkshire. Greenford Road, 
LS22 4DH HARROW, Middlesex. 


НА1 3QD. 
Tel: 0937 63541 Telex: 557294 Tel: Ol-864 7433 and 7434 


Please ensure adequate care is taken with packing and arrange insu- 


rance cover against transit damage or loss. 
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